Identification of the different species within the socalled viridans streptococci group has become more important in the last decade. Streptococcus mutans, one of the members of the viridans streptococci group, has attracted interest for its possible causative relationship to dental caries (Gibbons and Fitzgerald, 1969) . Infective endocarditis due to the viridans group is well recorded (Johnson et al., 1975) , and it has been shown that especially Strep. mutans, Strep. sanguis, and Strep. mitior have been involved (Parker and Ball, 1976) . It is therefore important to be able to subdivide the viridans group into species.
The conventional methods for the identification of this group are time-consuming. An average of three to five days elapses before carbohydrate reactions can be read with certainty.
The use of the Minitek Miniaturised Differentiation System for the identification of the Enterobacteriaceae is well recorded (Hansen et al., 1974; Kiehn et al., 1974; Finklea et al., 1976) . The system has also been sucessfully employed for the identification of anaerobic bacteria (Hansen and Stewart, 1976; Stargel et al., 1976) . We therefore decided to run a short trial on the identification of viridans streptococci on this system.
Material and methods

STREPTOCOCCI TESTED
Two hundred and twenty-seven strains of viridans Received for publication 24 April 1979 streptococci were identified simultaneously on the Minitek Differentiation System and by a conventional method (Colman and Williams, 1972) Colman and Williams (1972) using Hiss-serum broth with Andrade's indicator for acid production. The following tests were omitted, some because they were not available and others because they are beyond our scope: sensitivity to nitrofurazone, growth on bile agar and in NaCl broth, acid production from inulin, hydrolysis of starch, hyaluronidase production, acetylmethylcarbinol production from glucose, and cell wall carbohydrates were not analysed. In addition, we tested production of acid from arabinose and maltose, production of dextran or laevan on sucrose agar (de Stoppelaar, 1971) , MSFA agar (Linke, 1977) , and Mitis-Salvarius agar, and production of H202 on benzidine agar (Kraus et al., 1957) . Haemolysis or absence thereof was always determined on both blood and chocolate agar medium, where 'greening' of chocolate agar was taken to denote alphahaemolysis.
Arginine hydrolysis was performed according to Cowan (1975) , adding Nessler's reagent after 18 hours' incubation at 37°C.
Sucrose agar (5 % w/v) was prepared according to de Stoppelaar (1971) . The composition of this medium is Bacto-Casitone (Difco) 15 g, yeast extract (Difco) 5 g, L-cysteine 0-2 g, Na2SO3 01 g, NaCl 1 g, Na2HPO4 12 aq. 2 g, NaHCO3 2 g, sodium acetate 3 aq. 20 g, sucrose 50 g, and Bacto agar (Difco) 15 g per litre, pH 7-3. The plates were incubated under CO2, and the production of dextran or laevan could always be clearly seen after 18 hours.
MSFA agar was prepared according to Linke (1977) and incubated under CO2. We found that these plates needed to be incubated for 48 hours and sometimes longer.
The Mitis-Salivarius agar used (Oxoid, Ltd) was prepared as directed. The plates were incubated under CO2 and could always be read after 18 hours' incubation. Formation of dextran or laevan could also be seen on these plates.
Benzidine agar was prepared according to Kraus et al. (1957) and also incubated under CO2. Formation of H202, characterised by blackening of the media around the colonies, was mostly clear after 18 hours' incubation. It is noted that benzidine is carcinogenic, and special precautions need to be taken when the medium is prepared. A theatre mask should be worn at all times while benzidine is being handled for preparation of the media, and the powder should be weighed in an enclosed balance to avoid dispersal. Preferably, the powder should be weighed in a ventilation cupboard with negative pressure, working with gloves.
Results
Two hundred and twenty-seven strains of viridans streptococci were identified using the Minitek Differentiation System and a conventional method according to Colman and Williams (1972 Table 2 we have listed the results obtained with these 227 strains of viridans streptococci with the Minitek System and compared these results with the identification schemes given by Cowan (1975) and Facklam (1977) . The results are in good agreement. Small variations were found in all three systems. Whereas, compared to the scheme of Colman and Williams (1972) , salicin gave a more variable result (Table 1) , the Minitek System compares well with the identification scheme of Facklam (1977) , who also found variable results with salicin.
Additional tests were necessary, as it is of course not possible to identify streptococci on carbohydrate fermentation and aesculin hydrolysis alone. The tests and media used are haemolysis, arginine hydrolysis, sucrose agar, Mitis-salivarius agar, MSFA agar, and benzidine agar (Table 3) . Except for the MSFA agar and, on rare occasions the benzidine agar, these could all be read after 18 hours' incubation. The hydrogen peroxide production of Strep. mitior on benzidine agar was sometimes weak after 18 hours, although it could be recognised MSFAagar was used more for confirmation than for identification.
Discussion
The viridans streptococci are a group whose characteristics include a 'formidable list of exceptions' (Cowan 1975) . A great deal of work has been done by Colman and Williams (1972) , Cowan (1975) , and Facklam (1977) to provide a viable classification system for these microorganisms.
In view of the difficulties encountered, it is not possible to agree with O' Keefe and Gorbach (1978) , who state that 'the correct identification of streptococci can be accomplished with a small number of simple laboratory tests'. The number of such tests required is not small, nor has it ever been simple. The list advocated by Cowan (1975) contains 25 tests; that of Facklam (1977) contains 30 tests; and Colman and Williams (1972) used 24 tests for their classification scheme.
Viridans streptococci are found in 54% of cases of streptococcal bacteraemia, which constitutes 19% of all bacteraemia (Horstmeier and Washington, 1973) .
These organisms are found in 30% to 45 % of cases of infective endocarditis (Finland and Barnes, 1970; Schnurr et al., 1977) .
It is especially important to be able to differentiate Strep. mutans from the other viridans streptococci because of its abundant production of dextran, a virulence factor which might be implicated in both infective endocarditis (Pelletier et al., 1978) and Facklam (1977) caries (Gibbons, 1972) . Strep. sanguis and Strep. mitior are also known to produce dextran (Facklam, 1977) . In a running project on streptococci found in subacute bacterial endocarditis, we need to identify a large number of viridans streptococci isolated from teeth and gingival swabs. This is time-consuming work, and, in view of the success experienced in the identification of anaerobes on the Minitek System (Hansen and Stewart, 1976; Stargel et al., 1976) , we decided to attempt the identification of viridans streptococci by this means. Using the Minitek System, and applying a liquid paraffin overlay and incubation in an atmosphere of C02, we have found it possible to identify viridans streptococci some days earlier than was previously possible with the coniventional system used, where the production of acid sometimes took five days to become visible.
Although Minitek gives faster results of carbohydrate fermentation, the use of additional tests is still necessary for a complete identification of viridans streptococci. In combination with the 11 substrate discs used, we found the use of, especially, sucrose agar, benzidine agar, and arginine hydrolysis to be essential.
Selective media (MSFA agar and Mitis-salivarius agar) were necessary not only for primary isolation from mixed cultures but also for confirmation of identification. We agree with Loesche and Syed (1973) that selective media are used 'at a price', and for this reason we always use plain blood agar and chocolate agar as well for the initial isolation of the viridans streptococci.
The Minitek trays are small and can be conveniently stacked in GasPak jars with no spillage. A great deal of time is saved, and we have calculated that the cost is no greater than that of preparing the conventional media, especially since we started making our own inoculum broth according to the instructions provided by the manufacturer.
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